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BACKGROUND: Ablation of some myocardial substrates requires 
catheter-based radiofrequency delivery at the root of a great artery. We 
studied the safety and efficacy parameters associated with catheter-based 
radiofrequency delivery at the root of the aorta and pulmonary artery.
METHODS: Thirty-six pigs underwent in-vivo catheter-based ablation 
under continuous contact-force and lesion index (power, contact-force, 
and time) monitoring during 60-s radiofrequency delivery with an open-
irrigated tip catheter. Twenty-eight animals were allocated to groups 
receiving 40 W (n=9), 50 W (n=10), or 60 W (n=9) radiofrequency energy, 
and acute (n=22) and chronic (n=6) arterial wall damage was quantified 
by multiphoton microscopy in ex vivo samples. Adjacent myocardial 
lesions were quantified in parallel samples. The remaining 8 pigs were 
used to validate safety and efficacy parameters.
RESULTS: Acute collagen and elastin alterations were significantly 
associated with radiofrequency power, although chronic assessment 
revealed vascular wall recovery in lesions without steam pop. The main 
parameters associated with steam pops were median peak temperature 
>42°C and impedance falls >23 ohms. Unlike other parameters, lesion 
index values of 9.1 units (interquartile range, 8.7–9.8) were associated 
with the presence of adjacent myocardial lesions in both univariate 
(P=0.03) and multivariate analyses (P=0.049; odds ratio, 1.99; 95% CI, 
1.02–3.98). In the validation group, lesion index values using 40 W over a 
range of contact-forces correlated with the size of radiofrequency lesions 
(R2=0.57; P=0.03), with no angiographic or histopathologic signs of 
coronary artery damage.
CONCLUSIONS: Lesion index values obtained during 40 W 
radiofrequency applications reliably monitor safe and effective lesion 
creation at the root of the great arteries.
VISUAL OVERVIEW: A visual overview is available for this article.
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Catheter-based radiofrequency delivery is a well-established therapeutic approach to target and eliminate multiple types of arrhythmogenic sub-
strates.1–3 Most catheter-based procedures are per-
formed from inside the heart and result in successful 
ablation of the target region.2,3 However, certain myo-
cardial substrates require delivery of radiofrequency 
energy at the root of the aorta or the pulmonary ar-
tery. For example, some ventricular arrhythmias arise 
from myocardial sleeves above the aortic or pulmonary 
valve, and radiofrequency delivery at these locations 
successfully eliminates the arrhythmia.4,5 In other in-
stances, although the arrhythmogenic substrate is not 
located above the semilunar valves, their unique ana-
tomic location can allow the catheter to be brought 
into proximity with target atrial or ventricular regions, 
which can be successfully ablated from the aortic si-
nuses of Valsalva.6–8
Radiofrequency delivery at the endothelial side of a 
great artery can target either a direct supravalvular myo-
cardial sleeve or a contiguous myocardial territory, but the 
procedure carries a risk of wall damage and potential fatal 
consequences.9,10 However, there are scarce data available 
about acute or chronic damage to the arterial wall after 
radiofrequency delivery at the root of the aorta or pulmo-
nary artery.9 Moreover, optimal ablation and safety param-
eters have not been evaluated for in vivo radiofrequency 
delivery at these locations using current tip-irrigated cath-
eters.11 Monitoring of contact force (CF) and lesion index 
(LSI; incorporating power, contact-force, and time)12–14 
provides a suitable way to reliably define parameters that 
increase safety although creating effective ablation lesions 
in the myocardium adjacent to the arterial wall.
This knowledge gap in evidence-based radiofre-
quency ablation cannot readily be addressed with ex 
vivo human or animal experimental preparations; on the 
contrary, in vivo studies in humans would have limited 
capacity to extensively characterize arterial wall damage 
and lesion size. We have, therefore, used an in vivo pig 
model of catheter-based CF and LSI-monitored radio-
frequency delivery to precisely characterize arterial wall 
damage and adjacent myocardial lesions in ex vivo sam-
ples after heart removal. The specific study goals were as 
follows: (1) to study lesion size and microscopic vascular 
damage after CF-guided radiofrequency delivery at the 
aorta or pulmonary artery; (2) to determine and validate 
the ablation parameters that create effective myocardial 
lesions adjacent to the arterial wall with minimal risk of 
arterial wall damage; and (3) to study vascular struc-
tural changes and potential functional consequences of 
chronic radiofrequency lesions created at the aortic root.
METHODS
The data that support the findings of this study are available 
from the corresponding author on reasonable request.
Study Design
The study population was divided into 2 experimental groups: 
Group I (n=28), used to assess safety and efficacy parameters at 
3 power settings (40 W, 50 W, and 60 W), and group II (n=8), 
used to validate the ablation parameters associated with safe 
and effective lesion creation in group I (Figure 1). Group I ani-
mals were divided into 2 subgroups for the assessment of acute 
and chronic vascular damage after radiofrequency delivery. In 
total, 22 adult male Pietrain pigs (≈50 kg) were included in the 
acute subgroup and 6 similar pigs in the chronic subgroup. 
Group I animals were allocated to each subgroup according 
to radiofrequency power as follows: 40 W (n=7, acute; n=2, 
chronic), 50 W (n=8, acute; n=2, chronic), and 60 W (n=7, 
acute; n=2, chronic). In the acute subgroup, ablation lesions 
were created at 4 locations: the left aortic sinus, the noncoro-
nary aortic sinus, and above and below the pulmonary valve in 
the root of the pulmonary artery. When lesions were incomplete 
(eg, because of catheter displacement during radiofrequency 
delivery) an additional lesion was created at the level of the 
right aortic sinus. In the chronic subgroup, only 1 lesion was cre-
ated by radiofrequency delivery in the aortic root, at either the 
left aortic sinus or the noncoronary aortic sinus. In Group II, all 
ablations were performed by radiofrequency delivery at the left 
aortic sinus, and all animals underwent coronary angiography 
to assess potential acute injury to the left main coronary artery.
On completion of the ablation protocol, Group I animals in 
the acute subgroup were euthanized and the hearts removed. 
WHAT IS KNOWN?
• Certain myocardial substrates require delivery of 
catheter-based radiofrequency energy at the root 
of the aorta or the pulmonary artery to target 
either a direct supravalvular myocardial sleeve or a 
contiguous myocardial territory.
• This procedure carries a risk of wall damage and 
potential fatal consequences, which have not 
been evaluated to identify ablation parameters 
associated with safe and effective radiofrequency 
delivery.
WHAT THIS STUDY ADDS?
• Catheter-based radiofrequency delivery at the root 
of the aorta or pulmonary artery under clinically 
relevant conditions in vivo generates acute arterial 
wall damage reflected in elastin and collagen fiber 
alterations, although chronic assessment revealed 
vascular wall recovery in lesions without steam pop.
• The ablation parameters associated with steam 
pop were high power (50 W, 60 W), peak imped-
ance falls ≥23 ohms, and peak temperatures 
≥42°C during radiofrequency delivery.
• Lesion index titration with different contact force 
ranges during 40 W radiofrequency applications 
correlated directly with the size of established 
myocardial lesions adjacent to the left coronary 
sinus and was not associated with angiographic or 
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Group I animals in the chronic subgroup were followed up 
for 3 months after the ablation procedure to assess hemody-
namic resilience and microscopic vascular healing at chronic 
stages. In group II, all pigs were followed up for 1 month after 
the ablation procedure to assess potential coronary damage 
at chronic stages and further quantify the radiofrequency 
lesions. A study flow-chart is shown in Figure 1.
The study was locally reviewed and approved in accor-
dance with European guidelines (2010/63/EU) for the use 
and care of laboratory animals. Interventional procedures 
and heart excision were performed under general anesthesia. 
Animals were premedicated with ketamine (20 mg/kg, IM) 
and propofol (6 mg/kg IV), and general anesthesia was main-
tained with 2% isoflurane, atracurium besylate (1.25 mg/kg 
per hour IV), and fentanyl (0.005 mg/kg per hour IV).
Ablation Procedure
Pigs underwent catheter-based radiofrequency ablation using 
a 7-French, 3.5 mm open-tip irrigated catheter, which incorpo-
rates a force sensor in its distal portion (TactiCath Quartz, St Jude 
Medical, St Paul, MN). The catheter was introduced under fluo-
roscopy guidance into the vascular system from the right femoral 
vein to reach the right ventricular outflow tract or from the right 
femoral artery to reach the aortic root. The aorta and pulmo-
nary artery were 3D reconstructed using an electroanatomic 
mapping system (Ensite Classic, St Jude Medical). Catheter posi-
tioning at each ablation target was ensured with electroanatomic 
guidance. The catheter tip was continuously irrigated with hepa-
rinized (1000 U/L) saline solution at 2 mL/min during navigation 
and at 30 mL/min during radiofrequency delivery, according to 
manufacturer instructions. Intravenous lidocaine was infused 
continuously (3 mg/kg per hour) throughout the procedure to 
decrease the risk of radiofrequency-related ventricular fibrillation.
The radiofrequency generator was programmed in power 
control mode, clearing the cutoff settings for temperature 
control, and adjusting the impedance settings to the lowest 
and highest limits. All ablation lesions were created by radio-
frequency delivery for 60 seconds (CF, 10–40g) unless a steam 
pop, ventricular fibrillation, or catheter displacement occurred. 
If there was ventricular fibrillation, radiofrequency delivery was 
suspended, and a direct-current shock was delivered with an 
external defibrillator. Steam pops were identified by an audible 
pop associated with a decrease in impedance. Power, CF, tem-
perature, impedance, LSI, and force-time integral were con-
tinuously monitored throughout each radiofrequency delivery 
using a TactiSys Quartz System (St Jude Medical).
Coronary Angiograms
All animals from group II underwent 3 sequential coro-
nary angiograms, at baseline, after ablation, and at 1 
Figure 1. Experimental flow-chart.  
LA indicates left atrium; LCC, left coronary cusp; NCC, noncoronary cusp; PA, pulmonary artery; RA, right atrium; RCC, right coronary cusp; RF, radiofrequency; RV, 
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month of follow-up; the vascular system was accessed via 
a femoral artery using a 5- or 6-French Amplatz left guid-
ing catheter, and selective contrast injections were deliv-
ered into the ostium of the left main coronary artery. A 
set of 3 angiographic images (right anterior oblique 30º, 
right anterior oblique 30º+caudal 30º, and right anterior 
oblique 30º+cranial 30º) were obtained at each sequen-
tial time point by a trained interventional cardiologist. The 
minimum lumen diameter of the left main coronary artery 
was determined in each projection by image analysis 
with XA 7.3.48.0 (Medis Medical Imaging Systems, the 
Netherlands).
Macroscopic Assessment of Vascular and 
Myocardial Lesions
Pigs were euthanized with thiopental (10 mg/kg IV), and the 
heart was removed via median sternotomy. The heart was 
placed in 10% triphenyltetrazolium chloride at 40°C for 30 
minutes.15,16 Radiofrequency lesions are characterized by 
Figure 2. Macroscopy and multiphoton microscopy assessment of the arterial wall.  
A and B, Left show macroscopic views of sample radiofrequency lesions on the luminal/endothelial (A) and adventitial (B) sides of the pulmonary artery (PA; black 
arrows). Graphs on the right show macroscopic lesion area on the luminal and adventitial sides of the aorta or PA and corresponding power settings. C, The left 
shows a sample multiphoton microscopy scanning of the aorta (cross-sectional view). Collagen and elastin images from the ablated region and surrounding tissue 
are depicted in gray-scale and green, respectively. The asterisk indicates the luminal side. The graphs on the right show the percentage of acute collagen signal 
reduction and quantification of elastin fragmentation in the ablated region relative to the surrounding tissue for each power setting. Ao indicates aorta; RA, right 
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the absence of staining compared with nonablated areas 
(Figure 2A). The heart was then fixed in 4% formalin for at 
least 14 days. The pulmonary artery and aorta were both 
sectioned longitudinally to reveal lesions, and pictures were 
taken of the luminal and external arterial wall surfaces 
(Figure 2A and 2B). Images were analyzed with the ImageJ 
open source image-processing tool (National Institutes of 
Health) to measure lesion area.17 The arteries were then 
cross-sectioned at the maximum diameter of the radiofre-
quency lesion for further microscopy analysis.
Myocardial lesions adjacent to the target area were 
measured using ImageJ software. The absence of an overt 
radiofrequency lesion in the adjacent myocardium after tri-
phenyltetrazolium chloride staining was registered as a radio-
frequency application with no associated overt macroscopic 
myocardial damage.
Microscopic Vascular Scanning
In group I, the microscopic structure of the arterial wall 
was assessed by multiphoton microscopy. The arteries were 
immersed in 70% formalin/30% sucrose solution over-
night at 4ºC and embedded in optimal cutting temperature 
compound. The tissue samples were cut into 30 µm thick 
cross-sections, which were examined directly by overnight 
multiphoton microscopy scanning at ×20. Both the lesion 
region of interest and the surrounding healthy area of the 
artery were scanned. Samples were excited at 800 nm, and 
second harmonic generation signals originating from colla-
gen were obtained at 400 nm (Figure 2C). Elastin autofluo-
rescence signals were obtained at 450 to 650 nm. Collagen 
reduction because of radiofrequency delivery was calculated 
as the collagen signal intensity in the region of interest rela-
tive to that in the surrounding nonablated tissue. Elastin fiber 
fragmentation was computed as the black void area among 
elastin fibers within the region of interest compared with the 
surrounding nonablated tissue.
Histopathology Analysis
In the group I acute subgroup, myocardial samples with overt 
macroscopic lesions were cross-sectioned at the maximum 
diameter to determine the depth and extent of acute necro-
sis. Myocardial cross-sections were dehydrated, embedded 
in paraffin, and cut into 10 µm thick sections. Hematoxylin 
and eosin (H&E) stained sections were digitized using a 
NanoZoomer S360 Digital slide scanner (Hamamatsu, Japan) 
for subsequent analysis. The necrotic area was delineated 
manually using ImageJ software, based on conventional his-
topathologic features of necrosis, including elongated and 
pyknotic nuclei, loss of the striated cardiomyocyte structure, 
slight increases in color intensity, and glassy cytoplasm.18
Table 1. Ablation Lesions and Ablation Parameters Within Each Experimental Group
Group I Group II
Acute Subgroup Chronic Subgroup Validation
40 W 50 W 60 W 40 W 50 W 60 W 40 W
Animals (n) 7 8 7 2 2 2 8
Weight (kg) 47.4 (46.0–50.7) 57.0 (53.5–61.4) 47.0 (43.3–48.4) 34.2–37.0 32.0–32.7 33.7–35.3 49.7 (47.9–52.4)
Ablation lesions (n) 29 32 30 2 2 2 8
  Pulmonary artery
   Infravalvular 5 6 5 0 0 0 0
   Supravalvular 10 6 11 0 0 0 0
  Aortic root
   Noncoronary sinus 7 8 6 1 1 1 0
   Left aortic sinus 7 8 6 1 1 1 8
   Right aortic sinus 0 4 2 0 0 0 0
 Ablation parameters
  Mean temperature (°C) 36.0 (33.0–37.0) 36.5 (36.0–38.8) 34.5 (32.3–36.0) 42.0–46.0 33.0–36.5 30.0–31.0 33.0 (33.0–33.5)
  Max. temperature (°C) 38.0 (35.0–40.0) 38.0 (37.0–42.5) 38.5 (36.0–42.0) 44.0–49.0 35.0–38.0 33.0–34.0 35.0 (34.5–37.5)
  Duration (w/o steam 
pop) (s)
60 60 60 60 60 60 60
  Duration (with steam 
pop) (s)
36.0 (23.0–52.0) 46.5 (22.3–60.0) 29.0 (17.0–43.0) N/A N/A N/A N/A
  Impedance drop (W) 16.0 (12.0–20.0) 12.5 (10.3–19.8) 21.5 (16.8–26.3) 4.0–8.0 12.0–15.0 10.0–17.0 15.0 (11.5–16.5)
  Contact force (g) 17.0 (13.0–26.0) 17.0 (14.0–27.5) 12.5 (8.0–18.0) 20.0–25.0 16.0–21.0 16.0–18.0 22.5 (17.7–34.5)






1529.0–1171.0 966–1236 961.0–1099.0 1343.5  
(1044.7–2093)
  LSI (Units) 8.4 (7.1–9.0) 9.0 (8.3–10.3) 8.5 (6.6–8.9) 9.7–10 9.0–9.7 9.9–10.1 10.1 (9.5–11.2)
 Steam Pop (n) 3 9 11 0 0 0 0
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In group II, additional Masson trichrome staining was used 
to assess established myocardial lesions and the vascular wall 
of the left main coronary artery.
Aortic Resilience Evaluation in Chronic 
Lesions
After a mean follow-up of 84 days (range, 70–96 days) from 
radiofrequency lesion creation, all animals from the group I 
chronic subgroup underwent cannulation of the left and right 
femoral arteries to progress a pigtail catheter to the ascending 
aorta (proximal, next to the aortic valve), and a second pigtail 
catheter to the thoracic descending aorta (distal) under fluo-
roscopy guidance. Open-chest surgery was then performed to 
expose the ascending aorta and the anterior part of the heart. 
The ascending aorta and main pulmonary artery were care-
fully separated to introduce a surgical clamp that embraced 
the aorta above both the chronic lesion and the proximal 
pigtail catheter. Left ventricular afterload was progressively 
increased on partial closure of the aortic clamp to test acute 
aortic resilience in the presence of a chronic radiofrequency 
lesion. Proximal and distal aortic pressures were continuously 
monitored and recorded at 100 samples/s (anesthetic equip-
ment, Carecape Monitor, Datex-Ohmeda, General Electric 
Medical, Milwaukee). The acquired signals were imported 
into Matlab for further analysis using customized software.
Statistical Analyses
Continuous variables are reported as median and interquartile 
range [Q1–Q3] according to data distribution. Data normality 
was assessed with the Saphiro-Wilk test. The Student t test or 
the Mann-Whitney U test was used for 2-group comparisons, 
as appropriate. ANOVA or the Kruskal-Wallis test was used for 
Figure 3. Structural vascular damage after steam pop and ablation parameters associated with steam pop.  
A, Sample multiphoton microscopy scanning of the pulmonary artery (cross-sectional view). Collagen (gray-scale) and elastin (green) data from the ablated region 
show extensive collagen reduction and elastin fragmentation (area encircled by the dashed line). The asterisk indicates the luminal side. The graphs on the right 
show quantification of collagen signal reduction and elastin fragmentation for lesions with and without steam pop. B, Kaplan-Meier curves depicting steam pop 
events for each power-setting group. The log-rank test shows a statistically significant association with steam pop incidence in the 60 W group relative to the 40 
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3-group comparisons according to data distribution. Kaplan-
Meier plots were used to depict the elapsed time-to-steam 
pop, together with global and paired comparisons (log-rank 
test). The multivariate analysis included physiological relevant 
variables (ie, animal weight) and statistically significant vari-
ables associated with steam pop or the presence of adjacent 
myocardial lesions in the univariate analysis. A binary logistic 
regression was used to identify the main parameters associ-
ated with the presence of adjacent myocardial lesions. A Cox 
regression analysis was performed to identify the ablation 
parameters associated with time-to-steam pop. Differences 
were considered statistically significant at P<0.05. All data 
were analyzed with GraphPad Prims6 (GraphPad Software 
Inc, California) except for the multivariate analysis, which was 
run with SPSS 20.0 (IBM Corp, New York).
RESULTS
Descriptive data on ablation lesions and ablation 
parameters within each experimental group are shown 
in Table 1.
High Radiofrequency Power Increases 
Acute Macroscopic and Microscopic 
Arterial Wall Damage
Macroscopic assessment of the arterial wall showed a 
statistical trend to larger lesion areas on the endothelial/
luminal layer with increasing radiofrequency power (40 
W, 23.1 mm2 [17.5–45.3 mm2]; 50 W, 23.8 mm2 [18.2–
34.0 mm2]; and 60 W, 37.7 mm2 [22.7–55.8 mm2]; P=0.1; 
Figure 2A). For the adventitial layer, this difference was 
statistically significant, with 60 W radiofrequency gener-
ating larger lesions than 50 W or 40 W applications (47.1 
mm2 [39.8–62.6 mm2] versus 31.4 mm2 [22.0–43.7 mm2] 
and 38.2 mm2 [20.2–50 mm2], respectively; P=0.05; Fig-
ure 2B).
Radiofrequency-associated acute vascular damage 
was reflected in reduced vascular collagen detected 
as a decrease in second harmonic generation signals 
on multiphoton microscopy images (Figure 2C). Radio-
frequency lesions also affected vascular elastin fibers, 
which showed several degrees of rupture with evident 
fragmentation and loss of continuity, losing their typi-
cal sinusoidal curvature (Figure 2C). Excluding radiofre-
quency lesions with steam pop, collagen reduction was 
significantly higher in the 60 W group than in the 40 W 
group (51.3% [40.7%–63.2%] versus 36.5% [26.0%–
46.4%]; P=0.03; Figure 2C). Elastin fiber disruption was 
also significantly more pronounced at 60 W than at 40 
W (6.8 AU [4.1–12.6 AU] versus 2.5 AU [0.5–5.5 AU]; 
P=0.008; Figure 2C).
LSI and Force-Time Integral Values Show 
No Association With Steam Pop Incidence
Steam pops occurred in 23 out of 91 radiofrequency 
lesions in the acute subgroup, although macroscopic 
assessment showed different degrees of arterial wall 
disruption among animals (Figure 1 in the Data Supple-
ment). Microscopy analysis of steam pop consequences 
in the arterial wall showed a significantly larger reduc-
tion in vascular collagen than in lesions without steam 
pop (65.8% [53.5%–71.8%] versus 43.2% [32.3%–
57.3%]; P=0.003; Figure 3A). Lesions with steam pop 
also showed a trend toward more extensive elastin 
fragmentation (6.7 AU [5.3–13.6 AU] versus 4.6 AU 
[1.2–8.2 AU]; P=0.06; Figure 3A).
The incidence of steam pops increased with power, 
rising from 10.0% at 40 W to 28.1% at 50 W, and 
36.6% at 60 W (P=0.02). The median elapsed time-
to-steam pop was shorter at 60 W than at 50 W and 
40 W (29.0 [17.0–43.0]; 46.5 [22.3–60.0]; and 36.0 
[23.0–52.0], respectively; P=0.01; Figure  3B). Cox 
regression analysis showed a statistically significant 
association between radiofrequency power and time-
to-steam pop (P=0.037; hazard ratio, 1.06; 95% CI, 
Table 2. Ablation Parameters Associated With Steam Pop Incidence in Univariate Analysis
Univariate Analysis Steam Pop
P ValueVariable No Yes
Power 0.02
  40 W 26 3
  50 W 23 9
  60 W 19 11
Contact force (g) 15.0 (12.0–21.0) 16.0 (10.0–27.0) 0.4
FTI (g·s) 910.0 (712.3–1267.0) 573.0 (306.0–1145.0) 0.01
LSI (U) 8.8 (8.1–9.7) 7.9 (6.7–8.9) 0.06
Max. temperature (°C) 38.0 (35.0–39.0) 42.0 (39.0–44.00 <0.001
Impedance drop (Ω) 16.0 (11.0–20.0) 23.0 (17.75–27.0) 0.002
Animal weight (kg) 51.0 (45.0–55.2) 47.0 (45.2–53) 0.7




 http://ahajournals.org by on A
pril 26, 2019
Alfonso-Almazán et al; Lesion Index–Guided Ablation in the Great Arteries
Circ Arrhythm Electrophysiol. 2019;12:e007080. DOI: 10.1161/CIRCEP.118.007080 March 2019 8
1.003–1.120). Neither LSI nor force-time integral 
values were statistically associated with steam pops 
(Tables 2 and 3). Importantly, shorter radiofrequency 
time in lesions with steam pop yielded lower values 
of both LSI and force-time integral compared with 
lesions without steam pop (Tables 1 and 2). However, 
univariate and Cox regression analyses both showed 
significant associations of time-to-steam pop with 
impedance fall (P=0.009; hazard ratio, 1.07; 95% CI, 
1.016–1.122) and maximum temperature (P<0.001; 
hazard ratio, 1.24; 95% CI, 1.124–1.366; Figure  3C 
and 3D and Tables 2 and 3).
Aortic Wall Resilience is Unaffected in 
Chronic Lesions
All pigs allocated to the chronic subgroup survived the 
follow-up period with no vascular complications. Acute 
increases in left ventricular afterload and ascending 
aorta pressures (average mean aortic systolic/diastolic 
pressure: 228.7±17.1 / 109.5±12.7 mm Hg Figure 2 in 
the Data Supplement) over a mean period of 13.4±3.3 
minutes were not associated with vascular complica-
tions in any of the 3 power setting groups. Micros-
copy assessment of chronic lesions showed overt signs 
Figure 4. Chronic vascular damage after radiofrequency delivery.  
A, Sample case of a chronic ablation lesion in the noncoronary aortic sinus. The left shows TTC staining in the excised heart. The right multiphoton microscopy 
scanning; the asterisk indicates the luminal side. B and C, Collagen signal reduction (B) and elastin fragmentation (C) in the ablated vascular wall after radiofre-
quency delivery (red-filled circles) and after ≈3 mo of follow up (blue-filled circles) for each power setting. Chronic lesions with no evident borders between the 
ablated area and surrounding tissue were analyzed as a whole sample.
Table 3. Ablation Parameters Associated With Time-to-Steam Pop in Cox Regression Analysis
Cox Regression Analysis Time-to-Steam Pop
95% CI HRVariable P Value Hazard Ratio (HR)
Power 0.037 1.06 1.003 1.120
Max. temperature <0.001 1.24 1.124 1.366
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of both collagen and elastin recovery compared with 
acute lesions (Figure 4). Importantly, none of the chron-
ic radiofrequency lesions were associated with steam 
pop during acute radiofrequency delivery.
CF and LSI Values Predict the Presence of 
Adjacent Myocardial Lesions
The presence of acute adjacent myocardial lesions 
after radiofrequency delivery was significantly associ-
ated with higher values for CF (17.0g [14.0–22.0g] 
versus 12.5g [9.0–20.5g]; P=0.02; Figure 5A) and LSI 
(9.1 U [8.7–9.8 U] versus 8.1 U [7.0–9.1 U]; P=0.03; 
Figure 5A, Table 4). In the multivariate analysis, only 
LSI maintained a significant association with the 
presence of adjacent myocardial lesions (P=0.049; 
Table 5). Thus, the higher the LSI, the greater was the 
likelihood of successful ablation of adjacent myocar-
dial tissue. Further histopathologic analysis showed a 
direct statistical trend for an association between LSI 
and larger necrotic area in the adjacent myocardial 
tissue (P=0.1; Figure 5B and 5C). In contrast, CF did 
not significantly correlate with the necrotic area in 
adjacent myocardial tissue (Figure 5D). Necrotic area 
showed no significant association with power set-
ting (40 W, 4.6 mm2 [2.5–13.7 mm2]; 50 W, 6.2 mm2 
Figure 5. Acute macroscopic and microscopic lesion assessment in the myocardium adjacent to the arterial wall.  
A, Sample myocardial lesion adjacent to the left coronary cusp (LCC). The graphs on the right show contact force and lesion index (LSI) values obtained in 
radiofrequency (RF) applications with and without acute adjacent myocardial lesions. B, The left shows a sample macroscopic view of an atrial myocardial lesion 
associated with RF delivery at the noncoronary aortic sinus. The right shows sample hematoxylin and eosin staining of the boxed region in the left. The numbered 
boxed areas are shown in high-power view below: necrotic area (1), the border zone between necrotic and healthy regions (2), and a healthy/nonablated area (3). 
Black arrows in 1 indicate typical elongated and pyknotic nuclei in necrotic areas. C, Relationship between necrotic area in the atrial myocardium adjacent to the 
noncoronary aortic sinus and LSI. D, Relationship between necrotic area in the atrial myocardium adjacent to the noncoronary aortic sinus and contact force (CF). 
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[3.7–11.4 mm2]; and 60 W, 6.6 mm2 [2.7–10.1 mm2]; 
P=0.8; Figure 5E).
LSI Correlates With Established 
Myocardial Lesions After Follow-Up
In group II, 4 pigs received a 40 W radiofrequency ener-
gy and ≈18 g of CF, parameters that produced effective 
and safe radiofrequency lesions in group I. In a further 
4 pigs, the LSI was titrated by increasing the CF. Histo-
pathologic analysis at 1-month follow-up showed that 
LSI significantly correlated with adjacent myocardial 
lesion area (R2=0.58; P=0.03; Figure  6A through 6C) 
and lesion depth (R2=0.67; P=0.01; Figure 6A through 
6D). In contrast, CF did not correlate with adjacent 
myocardial lesion size (Figure  6E). Moreover, plotting 
LSI values at 10-s intervals revealed that CF modulation 
could be used to titrate LSI values over a 60-s radiofre-
quency delivery (Figure 6F).
Sequential coronary angiograms in group II animals 
revealed no signs of coronary stenosis (Figure 7A and 
7B and Movie 1 in the Data Supplement). No signifi-
cant differences were observed in the minimum lumen 
diameter of the left main coronary artery at baseline, 
immediately after ablation, and at 1-month follow-up 
(8.1 mm [7.0–8.8 mm], 7.9 mm [6.7–8.5 mm], and 7.7 
mm [6.8–8.5 mm], respectively; P=0.7; Figure 7C). Fur-
ther histological analysis of the left main coronary osti-
um confirmed the absence of signs of coronary injury 
(Figure 7D).
DISCUSSION
The main findings of this study show that catheter-
based radiofrequency delivery at the root of the aorta 
or pulmonary artery under clinically relevant conditions 
in vivo generates acute arterial wall damage reflected in 
elastin and collagen fiber alterations at the microscopic 
level. This acute injury was directly related to radiofre-
quency power, although chronic assessment revealed 
vascular wall recovery in lesions without steam pop. 
The main parameters associated with steam pop were 
high power (50 W, 60 W), median impedance falls ≥23 
ohms, and a median peak temperature ≥42°C during 
radiofrequency delivery. Unlike other ablation param-
eters, LSI was significantly associated with the presence 
of acute adjacent myocardial lesions. Moreover, LSI 
titration with different CF ranges during 40 W radiofre-
quency applications correlated directly with the size of 
established myocardial lesions adjacent to the left coro-
nary sinus and was not associated with angiographic or 
histological signs of coronary artery damage.
Several studies have attempted to evaluate the 
relationship between ablation parameters and lesion 
size in the target myocardium.13,15,19–21 In vitro prepa-
rations exclude analysis of important physiological 
conditions only present in vivo, such as blood flow 
or continuous catheter and heart motion in the beat-
ing heart. Recent data from Leshem et al19 show that 
in vitro preparations often result in overestimation 
of lesion size, especially at high energy settings. In 
Table 4. Ablation Parameters Associated With Acute Adjacent Myocardial Lesions in Univariate Analysis
Univariate Analysis Adjacent Lesion
P ValueVariable No Yes
Power (W) 0.9
  40 W 11 10
  50 W 12 10
  60 W 9 9
Contact Force (g) 12.5 (9.0–20.5) 17.0 (14.0–22.0) 0.02
FTI (g·s) 770.0 (520.3–1058.0) 964.5 (841.0–1300) 0.01
LSI (U) 8.1 (7.0–9.1) 9.1 (8.7–9.8) 0.03
Impedance drop (Ω) 13.5 (9.3–21.5) 15.5 (12.0–19.5) 0.52
Max. temperature (ºC) 37.0 (34.3–39.0) 38.0 (36.0–39.0) 0.38
Animal weight (Kg) 49.7 (45.0–54.8) 52.2 (47.0–55.2) 0.8
FTI indicates force-time integral; LSI, lesion index; and Max, maximum.
Table 5. Ablation Parameters Associated With Acute Adjacent Myocardial Lesions in Multivariate Analysis
Multivariate Analysis Adjacent Lesion
95% CI Odds RatioVariable P Value Odds Ratio
Contact force 0.3 0.87 0.63 1.12
FTI 0.4 1.01 0.99 1.01
LSI 0.049 1.99 1.02 3.98
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addition to these intrinsic limitations, in vitro prepa-
rations cannot model the targeting of myocardial tis-
sue across an intermediate vascular wall that may be 
damaged during the creation of the adjacent myo-
cardial lesion. This drawback further highlights the 
importance of a clinically relevant in vivo experimen-
tal design as used here.
Our data show that macroscopic lesions on the arte-
rial wall surface increased with radiofrequency power, 
with significantly more adventitial layer injury at 60 
W than at 40 W and 50 W. This finding is consistent 
with a degree of endothelial and intimal layer preserva-
tion because of the use of an irrigated-tip catheter, in 
combination with the cooling effect of blood flow in 
a great artery.15 Radiofrequency delivery at 60 W simi-
larly increased the extent of acute microscopic injury to 
elastin and collagen fibers. More importantly, increas-
ing radiofrequency power directly correlated with an 
increase in steam pop incidence and a shorter elapsed 
time-to-steam pop. These outcomes thus raise safety 
concerns about the use of high radiofrequency power, 
especially considering that the 60 W setting did not 
increase the likelihood of achieving radiofrequency 
lesions in the myocardium adjacent to the arterial wall. 
Figure 6. Lesion assessment in myocardial tissue adjacent to the arterial wall at 1-month follow-up.  
A and B, Sample Masson trichrome-stained radiofrequency (RF) lesions in the myocardium adjacent to the left coronary sinus. The right show hematoxylin and 
eosin (H&E) staining of the numbered boxed areas at high-magnification. In 3, there is still no fibrosis 1 mo after RF delivery; however, there are also no viable 
cardiomyocytes. C and D, Relationship of LSI with adjacent myocardial lesion area (C) and lesion depth (D). E, Relationship between lesion area and contact force 
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This finding suggests that, above a certain threshold, 
additional energy is absorbed by the arterial wall and 
surrounding intermediate tissue (eg, fat). Although 
their experimental design differs from ours, Calzolari 
et al13 also reported an absence of significant correla-
tion between power and lesion depth/width in an in 
vitro thigh preparation using 3 power settings at 20 W, 
25 W, and 30 W. In another report, Yokoyama et al12 
showed that high power (50 W) and a low CF (2–10g) 
yielded smaller lesions than a 30 W setting and a CF 
range of 30g to 40g. In agreement with the Yokoyama 
et al12 study, we also found that a median CF of ≈12g 
significantly decreased the likelihood of generating 
overt lesions in the myocardium adjacent to the arterial 
wall compared with a higher median CF value of ≈17g.
A key finding of our study is that the LSI, which 
integrates several factors involved in radiofrequency 
lesion formation,13 predicted the presence of myocar-
dial lesions adjacent to the arterial wall. A median LSI 
of 9.1 units was significantly associated with adjacent 
myocardial lesions compared with radiofrequency 
applications without adjacent lesions (median LSI=8.1 
units). These data show that radiofrequency delivery 
to create myocardial lesions at the root of the aorta or 
pulmonary artery may require higher LSI values than 
those required for regular radiofrequency applica-
tions in direct contact with the myocardium.13,14 For 
example, an LSI of just 8 units yielded large myocar-
dial lesions in directly accessed heart preparations 
in vitro.13 Moreover, recent data from in vivo experi-
ments showed that and LSI of ≈5 units can achieve 
transmural lesions in the right atrium.14 Our findings 
suggest that an LSI this low would not generate adja-
cent myocardial lesions during radiofrequency deliv-
ery from a great artery in vivo.
LSI values also showed a direct statistical trend 
toward an association with acute necrotic area in the 
myocardium adjacent to the arterial wall (P=0.1). How-
ever, high LSI values could increase the risk of steam 
pop and severe arterial wall damage if ablation param-
eters are not adjusted. Our experiments in the valida-
tion group documented that LSI values of ≈9 units, at 
40 W radiofrequency, and CF values of ≈18g enabled 
the creation of effective and safe ablation lesions from 
the left coronary sinus. Moreover, titration of LSI by pro-
gressively increasing CF significantly increased the area 
of established adjacent myocardial lesions at 1-month 
follow-up as well as the extent of fibrotic remodeling, 
without causing vascular injury in the left main coronary 
artery. Importantly, these ablation parameters should 
be further adjusted in clinical practice by imposing a 
cutoff temperature of ≈38°C and avoiding excessive 
impedance falls (Tables 2 and 3).
Radiofrequency energy delivered at the aortic root 
has the potential to compromise long-term arterial 
wall integrity. However, wall stress testing after acute 
Figure 7. Coronary angiography and histology analysis of the left main coronary artery.  
A, Sample angiogram of the left main coronary artery with the ablation catheter positioned in the left coronary sinus before radiofrequency delivery. B, Represen-
tative angiographic assessment of left main coronary artery diameter at baseline, post-ablation, and 1-month follow-up. Minimum lumen diameter (MLD, yellow 
lines) of the left main coronary artery was measured 5 mm from the ostium (distance from red to yellow lines) to avoid the variability associated with the funnel-
like shape of the coronary ostium. C, MLD at baseline, post-ablation, and 1-month of follow-up in all group II animals. D, Representative hematoxylin and eosin 
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increases in ascending aorta pressure did not detect 
any acute aortic rupture or dissection after 3 months 
of follow-up. Long-term integrity of the arterial wall 
after radiofrequency delivery was further supported 
by multiphoton microscopy analysis, which revealed 
recovery of both collagen and elastin fibers at the 
end of the follow-up period. To our knowledge, our 
study is the first to address this issue and provide evi-
dence of artery recovery after radiofrequency lesions 
at the root of the aorta, regardless of whether the 
ablation target is a supravalvular myocardial sleeve 
in the arterial wall or adjacent myocardial tissue. It 
is important to note that none of the chronic lesions 
was associated with steam pop during radiofrequen-
cy delivery. The arterial wall integrity data, therefore, 
cannot be extrapolated to radiofrequency lesions 
occurring with steam pop, in which there was sub-
stantially greater wall damage (Figure  3) that may 
have given rise to safety issues during follow-up or 
wall stress testing.
Limitations
Although the in vivo pig model used here is of evident 
clinical relevance, ablation parameters may differ in a 
clinical setting. For example, the cutoff settings for tem-
perature control during clinical applications are likely to 
differ, and this will alter power values. However, the 
experimental study design required uniform groups for 
comparison and precise evaluation of individual abla-
tion parameters. Moreover, the LSI incorporates several 
factors involved in radiofrequency lesion formation, 
rather than power alone, which makes LSI a highly rel-
evant parameter for monitoring radiofrequency delivery 
at the root of the aorta or pulmonary artery.
Clinical applications may also be affected by ana-
tomic differences between pig and human hearts. For 
example, the fibrous barrier around the aortic valve is 
larger in humans,22 and this could limit the size of abla-
tion lesions. On the contrary, the coronary anatomy is 
similar in humans and pigs, which increases the clinical 
value of coronary assessment in pigs.23
Vascular steam pops during radiofrequency delivery 
were considered a potentially fatal threat (Figure 1 in 
the Data Supplement), although some lesions could 
have potentially recovered during the follow-up. How-
ever, long-term analyses of lesions with vascular steam 
pop during radiofrequency delivery were not performed 
in this study.
Conclusions
LSI titration using catheter-based CF technology and 
radiofrequency delivery at 40 W enables the creation of 
effective and safe ablation lesions from the root of the 
aorta or pulmonary artery. Further temperature control 
at ≈38°C with an impedance decrease of ≈16 ohms 
during radiofrequency delivery will prevent steam pops.
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